
From:
To: Lindsey  Deborah
Cc: Graybill, Eric
Subject: 48747 - Validated Electronic Data for Weirton BOP Implosion
Date: Tuesday, May 05, 2020 12:25:00 PM
Attachments: image001.png

48747 MC8TR2 LTR.pdf
48747 MC8TR2 DVR.pdf
48747 MC8TR2 SSR.pdf
EQuIS 1 48747 MC8TR2 VAL.xls
EQuIS 2 48747 MC8TR2 VAL.xls
EQuIS 3 48747 MC8TR2 VAL.xls
EQuIS 48747 MC8TR2 VAL.xls

Deborah Lindsey
US EPA Region 3
1650 Arch Street
Philadelphia, PA     19103-2029
 
Dear Deborah,
 
Attached to this message you will find electronic files containing the validation report and validated data
for the Weirton BOP Implosion site, Case # 48747, SDG MC8TR2.  The validation of this case was
completed by the Region III Environmental Services Assistance Team (ESAT). 
 
Please contact ESAT's RPO, Eric Graybill by phone at 410-305-2665 or e-mail at Graybill.Eric@epa.gov
if additional assistance is needed.
 
TO # 0002                     TDF # 0320060
 
 

                   |Chemistry Data Manager| 410-305-3037 |
                   ICF | 701 Mapes Road, Fort Meade, MD 20755-5350
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UNITED STATES ENVIRONMENTAL PROTECTION AGENCY

REGION III

Environmental Sciences Center

701 Mapes Road

Fort Meade, Maryland 20755-5350

Attached is the data validation report for the WEIRTON BOP IMPLOSION SITE site for RAS# 

48747; SDG# MC8TR2 completed by the Region III Environmental Services Assistance Team 

(ESAT) contractor, ICF International, under the direction of Region III LSASD.

If you have any questions regarding this review, please call Eric Graybill at (410)-305-2665.
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ICF 
ESAT Region 3 
US Environmental Protection Agency Environmental Science Center 
701 Mapes Road    Ft. Meade, MD  20755-5350 
Phone 410-305-3012 

  
Date:    May 1, 2020 
 
To:  ESAT Region 3 Project Officer  
  
From:  
  
   
  
  Reviewer 
 
Subject:  Inorganic Data Validation (S4VEM) 
  Weirton BOP Implosion 

48747, MC8TR2 
   
Overview 
 
This data package consisted of one (1) rinsate blank analyzed for total metals by ICP-AES and mercury by 
cold vapor atomic absorption technique 
 
Analysis was performed by Bonner Analytical Testing Company (BON) according to Contract Laboratory 
Program (CLP) Statement of Work (SOW) ISM02.4. 
  
Data were validated according to the National Functional Guidelines for Inorganic Superfund Methods 
Data Review and applicable USEPA Region 3 modifications.  Electronic validation was performed by the 
Electronic Data eXchange & Evaluation System (EXES).  The validation report has been assigned the 
Superfund Data Validation Label Stage_3_Validation_Electronic_Manual (S3VEM).   
 
The following validation narrative is an evaluation of laboratory reported data based on the electronic 
data package available through the EXES Data Manager dated March 13, 2020.  
 
Summary 
 
No data quality outliers or technical deficiencies were identified that would require rejection of sample 
results.  A blank contamination issue resulted in estimated sample result for mercury.  
 
Minor Problem 
 
Laboratory instrumentation reported negative values for mercury (Hg) greater than absolute value of 
the Method Detection Limit (MDL) in blank analyses.  No positive result was reported for Hg.  The 
quantitation limit for Hg in sample MC0AD1 is estimated and qualified “UJ”.   
 
Notes 
 
No analytes below the Contract Required Quantitation Limits (CRQLs) were detected in this sample.  
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48747 MC8TR2  DCN: ESATR3-CY7-V627 

Aluminum (Al), calcium (Ca), copper (Cu), silver (Ag), thallium (Tl) and zinc (Zn) have been detected in 
laboratory blanks associated with the sample in this SDG.  Concentrations of these analytes which were 
less than the CRQL have been reported at the CRQL and qualified “U”.   
 
Sample number MC0AD1 was previously used by the laboratory in their LIMS as an SDG number.  Per 
the Region, the SDG number for this case was changed to MC8TR2. 
 
As this sample is a field quality control sample, matrix spike, laboratory duplicate, and serial dilution 
analyses were not performed.  No data were qualified based on this finding.  
 
Sample calculation checks were performed for all analytes in sample MC0AD1.  All calculated results had 
RPDs less than 5% of the reported results.  No sample data were qualified. 
 
Validation qualifiers are only applied by the validator to field samples. Qualifiers may be applied by EXES 
electronic validation to laboratory quality control samples. 
 
Glossary of Inorganic Data Qualifier Codes  
Validation 
Qualifiers 

In order of descending precedence. Only one of these qualifiers may apply to any 
result. 

  
R The data are unusable. The sample results are rejected due to serious deficiencies in 

meeting QC criteria. The analyte may or may not be present in the sample. 
 

UJ The analyte was analyzed for, but was not detected. The reported quantitation limit is 
approximate and may be inaccurate or imprecise.  
 

U The analyte was analyzed for, but was not detected above the level of the reported 
sample quantitation limit  
 

B The result is presumed a blank contaminant. This qualifier is used for drinking water 
samples only.  

J The result is an estimated quantity. The associated numerical value is the approximate 
concentration of the analyte in the sample.  
 

J+ The result is an estimated quantity, but the result may be biased high. 

J- The result is an estimated quantity, but the result may be biased low. 

  



Sample Summary Report
Project Name: WEIRTON BOP IMPLOSION SITE 

Project
GroupID: 48747/EPW14029/MC8TR2 Lab Name: Bonner Analytical Testing Co.

Page 1 Thu, 30 Apr 2020 13:13:20

Sample Number: LCS01 Method: Metals by ICP-AES Matrix: Water MA Number: 

Sample Location: pH: Sample Date: Sample Time: 

% Moisture: % Solids: 

Analyte Name Analyte Type Validation Result Validation Flag Units Lab Result Lab Flag Dilution Factor Reportable Validation Level
Aluminum Spike 417 ug/L 417 1 YES NV
Antimony Spike 122 ug/L 122 1 YES NV
Arsenic Spike 20.3 ug/L 20.3 1 YES NV
Barium Spike 377 ug/L 377 1 YES NV

Beryllium Spike 9.9 ug/L 9.9 1 YES NV
Cadmium Spike 11.2 ug/L 11.2 1 YES NV
Calcium Spike 10200 ug/L 10200 1 YES NV

Chromium Spike 22.8 ug/L 22.8 1 YES NV
Cobalt Spike 109 ug/L 109 1 YES NV
Copper Spike 51.8 ug/L 51.8 1 YES NV

Iron Spike 213 ug/L 213 1 YES NV
Lead Spike 20.4 ug/L 20.4 1 YES NV

Magnesium Spike 10200 ug/L 10200 1 YES NV
Manganese Spike 32.4 ug/L 32.4 1 YES NV

Nickel Spike 78.6 ug/L 78.6 1 YES NV
Potassium Spike 9840 ug/L 9840 1 YES NV
Selenium Spike 77.2 ug/L 77.2 1 YES NV

Silver Spike 21.9 ug/L 21.9 1 YES NV
Sodium Spike 9840 ug/L 9840 1 YES NV

Thallium Spike 53.3 ug/L 53.3 1 YES NV
Vanadium Spike 110 ug/L 110 1 YES NV

Zinc Spike 123 ug/L 123 1 YES NV



Sample Summary Report
Project Name: WEIRTON BOP IMPLOSION SITE 

Project
GroupID: 48747/EPW14029/MC8TR2 Lab Name: Bonner Analytical Testing Co.

Page 2 Thu, 30 Apr 2020 13:13:20

Sample Number: MC0AD1 Method: Mercury by Cold Vapor Matrix: Water MA Number: 

Sample Location: Z pH: 1. Sample Date: 02/19/2020 Sample Time: 07:30:00

% Moisture: % Solids: 

Analyte Name Analyte Type Validation Result Validation Flag Units Lab Result Lab Flag Dilution Factor Reportable Validation Level
Mercury Target 0.20 UJ ug/L 0.20 U 1 YES S4VEM



Sample Summary Report
Project Name: WEIRTON BOP IMPLOSION SITE 

Project
GroupID: 48747/EPW14029/MC8TR2 Lab Name: Bonner Analytical Testing Co.

Page 3 Thu, 30 Apr 2020 13:13:20

Sample Number: MC0AD1 Method: Metals by ICP-AES Matrix: Water MA Number: 

Sample Location: Z pH: 1. Sample Date: 02/19/2020 Sample Time: 07:30:00

% Moisture: % Solids: 

Analyte Name Analyte Type Validation Result Validation Flag Units Lab Result Lab Flag Dilution Factor Reportable Validation Level
Aluminum Target 200 U ug/L 10.5 J 1 YES S4VEM
Antimony Target 60.0 U ug/L 60.0 U 1 YES S4VEM
Arsenic Target 10.0 U ug/L 10.0 U 1 YES S4VEM
Barium Target 200 U ug/L 200 U 1 YES S4VEM

Beryllium Target 5.0 U ug/L 5.0 U 1 YES S4VEM
Cadmium Target 5.0 U ug/L 5.0 U 1 YES S4VEM
Calcium Target 5000 U ug/L 38.2 J 1 YES S4VEM

Chromium Target 10.0 U ug/L 10.0 U 1 YES S4VEM
Cobalt Target 50.0 U ug/L 50.0 U 1 YES S4VEM
Copper Target 25.0 U ug/L 1.7 J 1 YES S4VEM

Iron Target 100 U ug/L 100 U 1 YES S4VEM
Lead Target 10.0 U ug/L 10.0 U 1 YES S4VEM

Magnesium Target 5000 U ug/L 5000 U 1 YES S4VEM
Manganese Target 15.0 U ug/L 15.0 U 1 YES S4VEM

Nickel Target 40.0 U ug/L 40.0 U 1 YES S4VEM
Potassium Target 5000 U ug/L 5000 U 1 YES S4VEM
Selenium Target 35.0 U ug/L 35.0 U 1 YES S4VEM

Silver Target 10.0 U ug/L 1.7 J 1 YES S4VEM
Sodium Target 5000 U ug/L 5000 U 1 YES S4VEM

Thallium Target 25.0 U ug/L 2.2 J 1 YES S4VEM
Vanadium Target 50.0 U ug/L 50.0 U 1 YES S4VEM

Zinc Target 60.0 U ug/L 0.75 J 1 YES S4VEM



Sample Summary Report
Project Name: WEIRTON BOP IMPLOSION SITE 

Project
GroupID: 48747/EPW14029/MC8TR2 Lab Name: Bonner Analytical Testing Co.

Page 4 Thu, 30 Apr 2020 13:13:20

Sample Number: PBW01 Method: Mercury by Cold Vapor Matrix: Water MA Number: 

Sample Location: pH: Sample Date: Sample Time: 

% Moisture: % Solids: 

Analyte Name Analyte Type Validation Result Validation Flag Units Lab Result Lab Flag Dilution Factor Reportable Validation Level
Mercury Target 0.20 U ug/L 0.20 U 1 YES NV



Sample Summary Report
Project Name: WEIRTON BOP IMPLOSION SITE 

Project
GroupID: 48747/EPW14029/MC8TR2 Lab Name: Bonner Analytical Testing Co.

Page 5 Thu, 30 Apr 2020 13:13:20

Sample Number: PBW01 Method: Metals by ICP-AES Matrix: Water MA Number: 

Sample Location: pH: Sample Date: Sample Time: 

% Moisture: % Solids: 

Analyte Name Analyte Type Validation Result Validation Flag Units Lab Result Lab Flag Dilution Factor Reportable Validation Level
Aluminum Target 10.9 J ug/L 10.9 J 1 YES NV
Antimony Target 60.0 U ug/L 60.0 U 1 YES NV
Arsenic Target 10.0 U ug/L 10.0 U 1 YES NV
Barium Target 0.67 J ug/L 0.67 J 1 YES NV

Beryllium Target 5.0 U ug/L 5.0 U 1 YES NV
Cadmium Target 5.0 U ug/L 5.0 U 1 YES NV
Calcium Target 5000 U ug/L 5000 U 1 YES NV

Chromium Target 0.66 J ug/L 0.66 J 1 YES NV
Cobalt Target 0.31 J ug/L 0.31 J 1 YES NV
Copper Target 2.4 J ug/L 2.4 J 1 YES NV

Iron Target 9.3 J ug/L 9.3 J 1 YES NV
Lead Target 10.0 U ug/L 10.0 U 1 YES NV

Magnesium Target 5000 U ug/L 5000 U 1 YES NV
Manganese Target 0.72 J ug/L 0.72 J 1 YES NV

Nickel Target 40.0 U ug/L 40.0 U 1 YES NV
Potassium Target 5000 U ug/L 5000 U 1 YES NV
Selenium Target 35.0 U ug/L 35.0 U 1 YES NV

Silver Target 1.8 J ug/L 1.8 J 1 YES NV
Sodium Target 5000 U ug/L 5000 U 1 YES NV

Thallium Target 25.0 U ug/L 25.0 U 1 YES NV
Vanadium Target 50.0 U ug/L 50.0 U 1 YES NV

Zinc Target 1.6 J ug/L 1.6 J 1 YES NV



Sample Summary Report
Project Name: WEIRTON BOP IMPLOSION SITE 

Project
GroupID: 48747/EPW14029/MC8TR2 Lab Name: Bonner Analytical Testing Co.

Page 6 Thu, 30 Apr 2020 13:13:20









 Data Validation Report Page 1 

 Data Review Results Sun, 15 
Mar 

2020 
12:52:35 

Project Name: WEIRTON BOP IMPLOSION SITE Project GroupID: 48747/EPW14029/MC8TR2 Lab Name: Bonner Analytical Testing Co.  

Submission Group Id: 31754320 Organization: EPA Region 3 SOW: ISM02.4 

 
HoldingTimes_Preservation 

 
NONE FOUND
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 Data Review Results Sun, 15 
Mar 

2020 
12:52:35 

Project Name: WEIRTON BOP IMPLOSION SITE Project GroupID: 48747/EPW14029/MC8TR2 Lab Name: Bonner Analytical Testing Co.  

Submission Group Id: 31754320 Organization: EPA Region 3 SOW: ISM02.4 

 
 

InitialCalibration 

 
NONE FOUND



 Data Validation Report Page 3 

 Data Review Results Sun, 15 
Mar 

2020 
12:52:35 

Project Name: WEIRTON BOP IMPLOSION SITE Project GroupID: 48747/EPW14029/MC8TR2 Lab Name: Bonner Analytical Testing Co.  

Submission Group Id: 31754320 Organization: EPA Region 3 SOW: ISM02.4 

 
 

ContinuingCalibrationVerification 

 
NONE FOUND
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 Data Review Results Sun, 15 
Mar 

2020 
12:52:35 

Project Name: WEIRTON BOP IMPLOSION SITE Project GroupID: 48747/EPW14029/MC8TR2 Lab Name: Bonner Analytical Testing Co.  

Submission Group Id: 31754320 Organization: EPA Region 3 SOW: ISM02.4 

 
 

InitialCalibrationVerification 

 
NONE FOUND
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 Data Review Results Sun, 15 
Mar 

2020 
12:52:35 

Project Name: WEIRTON BOP IMPLOSION SITE Project GroupID: 48747/EPW14029/MC8TR2 Lab Name: Bonner Analytical Testing Co.  

Submission Group Id: 31754320 Organization: EPA Region 3 SOW: ISM02.4 

 
 

Blanks 

 
Method - Metals by ICP-AES 

 
 
Test Name: EXES-1342 
Defect Message: The following samples have analyte results less than or equal to CRQLs.  The associated CCB analyte results are less than or equal to CRQLs.  Detects 
are qualified as U.  Sample results are reported at CRQLs. 
Associated Samples: MC0AD1 
Defective Analyte Defective Samples/Analyses 
Aluminum MC0AD1 
Calcium MC0AD1 
Copper MC0AD1 
Silver MC0AD1 
Thallium MC0AD1 
Zinc MC0AD1 
 
 
Test Name: EXES-476 
Defect Message: The following samples have analyte results less than or equal to CRQLs.  The associated ICB analyte results are less than or equal to CRQLs.  Detects 
are qualified as U.  Sample results are reported at CRQLs. 
Associated Samples: MC0AD1 
Defective Analyte Defective Samples/Analyses 
Aluminum MC0AD1 
Copper MC0AD1 
Silver MC0AD1 
Zinc MC0AD1 
Data are not qualified based on ICB. 
DV 4/30/20 
 
Test Name: EXES-478 
Defect Message: The following samples have analyte results greater than CRQLs.  The associated ICB analyte results are less than or equal to CRQLs.  Use Professional 
Judgement to qualify detects. 
Associated Samples: LCS01 
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 Data Review Results Sun, 15 
Mar 

2020 
12:52:35 

Project Name: WEIRTON BOP IMPLOSION SITE Project GroupID: 48747/EPW14029/MC8TR2 Lab Name: Bonner Analytical Testing Co.  

Submission Group Id: 31754320 Organization: EPA Region 3 SOW: ISM02.4 

 
Defective Analyte Defective Samples/Analyses 
Aluminum LCS01 
Barium LCS01 
Beryllium LCS01 
Chromium LCS01 
Cobalt LCS01 
Copper LCS01 
Iron LCS01 
Manganese LCS01 
Nickel LCS01 
Potassium LCS01 
Silver LCS01 
Zinc LCS01 
 
 
Test Name: EXES-479 
Defect Message: The following samples have analyte results greater than CRQLs.  The associated CCB analyte results are less than or equal to CRQLs.  Use Professional 
Judgement to qualify detects. 
Associated Samples: LCS01 
Defective Analyte Defective Samples/Analyses 
Aluminum LCS01 
Antimony LCS01 
Barium LCS01 
Calcium LCS01 
Chromium LCS01 
Cobalt LCS01 
Copper LCS01 
Iron LCS01 
Magnesium LCS01 
Manganese LCS01 
Potassium LCS01 
Silver LCS01 
Sodium LCS01 
Thallium LCS01 
Zinc LCS01 
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 Data Review Results Sun, 15 
Mar 

2020 
12:52:35 

Project Name: WEIRTON BOP IMPLOSION SITE Project GroupID: 48747/EPW14029/MC8TR2 Lab Name: Bonner Analytical Testing Co.  

Submission Group Id: 31754320 Organization: EPA Region 3 SOW: ISM02.4 

 
Test Name: EXES-506 
Defect Message: The following samples have analyte results less than or equal to CRQLs.  The associated PB analyte results are less than or equal to CRQLs.  Detects 
are qualified as U.  Sample results are reported at CRQLs. 
Associated Samples: MC0AD1 
Defective Analyte Defective Samples/Analyses 
Aluminum MC0AD1 
Copper MC0AD1 
Silver MC0AD1 
Zinc MC0AD1 

 
 

Method - Mercury by Cold Vapor 

 
 
Test Name: EXES-480 
Defect Message: The following samples are associated with CCB that has analyte results less than or equal to (-MDLs) but greater than or equal to (-CRQLs). Use 
Professional Judgement to qualify detects and nondetects. 
Associated Samples: MC0AD1 
Defective Analyte Defective Samples/Analyses 
Mercury MC0AD1 
ND is qualified “UJ”. 
DV 4/30/20 
 
Test Name: EXES-481 
Defect Message: The following samples are associated with ICB that has analyte results less than or equal to (-MDLs) but greater than or equal to (-CRQLs). Use 
Professional Judgement to qualify detects and nondetects. 
Associated Samples: MC0AD1 
Defective Analyte Defective Samples/Analyses 
Mercury MC0AD1 
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 Data Review Results Sun, 15 
Mar 

2020 
12:52:35 

Project Name: WEIRTON BOP IMPLOSION SITE Project GroupID: 48747/EPW14029/MC8TR2 Lab Name: Bonner Analytical Testing Co.  

Submission Group Id: 31754320 Organization: EPA Region 3 SOW: ISM02.4 

 
 

InterferenceCheckSample 

 
NONE FOUND
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 Data Review Results Sun, 15 
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12:52:35 

Project Name: WEIRTON BOP IMPLOSION SITE Project GroupID: 48747/EPW14029/MC8TR2 Lab Name: Bonner Analytical Testing Co.  

Submission Group Id: 31754320 Organization: EPA Region 3 SOW: ISM02.4 

 
 

LaboratoryControlSample 

 
NONE FOUND
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 Data Review Results Sun, 15 
Mar 

2020 
12:52:35 

Project Name: WEIRTON BOP IMPLOSION SITE Project GroupID: 48747/EPW14029/MC8TR2 Lab Name: Bonner Analytical Testing Co.  

Submission Group Id: 31754320 Organization: EPA Region 3 SOW: ISM02.4 

 
 

MatrixSpikes 

 
NONE FOUND
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 Data Review Results Sun, 15 
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12:52:35 

Project Name: WEIRTON BOP IMPLOSION SITE Project GroupID: 48747/EPW14029/MC8TR2 Lab Name: Bonner Analytical Testing Co.  

Submission Group Id: 31754320 Organization: EPA Region 3 SOW: ISM02.4 

 
 

SerialDilution 

 
NONE FOUND
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Project Name: WEIRTON BOP IMPLOSION SITE Project GroupID: 48747/EPW14029/MC8TR2 Lab Name: Bonner Analytical Testing Co.  

Submission Group Id: 31754320 Organization: EPA Region 3 SOW: ISM02.4 

 
 

TargetAnalyteQuantitation 

 
Method - Metals by ICP-AES 

 
 
Test Name: EXES-790 
Defect Message: The following samples have analyte results greater than or equal to detection limit (MDL) and below quantitation limit (CRQL).  Detects are qualified 
as estimated J.  
Associated Samples: MC0AD1, PBW01 
Defective Analyte Defective Samples/Analyses 
Aluminum MC0AD1, PBW01 
Barium PBW01 
Calcium MC0AD1 
Chromium PBW01 
Cobalt PBW01 
Copper MC0AD1, PBW01 
Iron PBW01 
Manganese PBW01 
Silver MC0AD1, PBW01 
Thallium MC0AD1 
Zinc MC0AD1, PBW01 
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 Data Review Results Sun, 15 
Mar 
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12:52:35 

Project Name: WEIRTON BOP IMPLOSION SITE Project GroupID: 48747/EPW14029/MC8TR2 Lab Name: Bonner Analytical Testing Co.  

Submission Group Id: 31754320 Organization: EPA Region 3 SOW: ISM02.4 

 
 

Duplicates 

 
NONE FOUND
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 Data Review Results Sun, 15 
Mar 
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12:52:35 

Project Name: WEIRTON BOP IMPLOSION SITE Project GroupID: 48747/EPW14029/MC8TR2 Lab Name: Bonner Analytical Testing Co.  

Submission Group Id: 31754320 Organization: EPA Region 3 SOW: ISM02.4 

 
 

SampleAnalysis 

 
NONE FOUND 










